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PEEP
pressure

i.e., 5cmH2O

PEEP setup
(Submerge EXP AIR tubing
under column of water)

If using Isoflurane anesthesia, 
connect exit of PEEP bottle
to scrubber or evac system.

(SAR-1000 Rear Panel)

PEEP setup using SAR-1000 ventilator


